
   

 
BMA Transducer condition report – version 1.0 – 10/06/2020 

Ultrasound Transducer Condition Report 
 

 
Date Tested   16/10/2020                                     Carried out By – I. Rutherford 

 
Manufacturer –  Toshiba                                       Model Number – PVT-661VT 

 
Serial Number –   99B0593990                 

 
Transducer Type – Endocavity 

 
Date of Manufacture –  2005/09 

 
System used to Test – Toshiba Aplio XG 

 
Cable – Good 

 
Lens –  Good 

 
Discolouration –Minimal 

 
Overall Condition –  Good 

 

Airscans –  

 

 

 

 

  

 

  



   

 
BMA Transducer condition report – version 1.0 – 10/06/2020 

Ultrasound Transducer Condition Report 
 

 
Date Tested   16/10/2020                                     Carried out By – I. Rutherford 

 
Manufacturer –  Toshiba                                       Model Number – PVT-375VT 

 
Serial Number –   FDA12Z5071                

 
Transducer Type – Convex 

 
Date of Manufacture –  2012/12 

 
System used to Test – Toshiba Aplio XG 

 
Cable – Good 

 
Lens –  Good 

 
Discolouration –Minimal 

 
Overall Condition –  Good 

 

Airscans –  

 

 

 

 

 

 

  


